[Optical holography in ophthalmology].
Physical characteristics of the photography object determining the specificity of the holographic experiment are analyzed and the following procedures are cited, viz. the choice of an optimal wave length for the laser, of the peak exposure length and maximum permissible exposure of the corneal surface to a laser beam illuminating the eye. The data presented in the article may be used in assessing temporo-spatial and power characteristics of the laser units.